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Sampling and sample preparation procedures are to a large extent determined by the analytical method 
used since different methods vary in the amount of material required for analysis and in how this is pre-treated 
before being introduced into the measuring instrument. Judging from intercomparison studies conducted by 
the International Atomic Energy Agency (IAEA), the most widely applicable methods now in use are 
Neutron Activation Analysis, Atomic Absorption Spectrometry, and Inductively Coupled Plasma Atomic 
Emission Spectrometry, though the latter still seems to have insufficient sensitivity for many trace elements 
of biomedical interest. Common to all these methods is the problem of contaminating the sample before or 
during analysis. For many elements (e.g., As, Cd, Co, Cr, Mn, Mo, Ni, Pb, Sb, and V) sufficient control over 
contamination can only be achieved by the use of special tools and reagents, and by working in a controlled 
(dust-free) environment. Several important elements (e.g., As, Hg, Sb, and I) are subject to losses on drying 
or ashing, but can be recovered reliably if wet-ashed in a closed container such as a PTFE "bomb." For 
representative sampling it is almost always necessary to start with several grams of material, and to homoge- 
nize this, if the effects of sample heterogeneity are to be reduced to an acceptable level. Quality assurance 
procedures covering all these aspects are difficult both to define and to apply. However, much can be learned 
from the statistical evaluation of results for duplicate samples, and from a determination of the limit of 
quantitation of the analytical procedure. 

Key words: analysis; analyte losses; biomedical samples; contamination; quality assurance; sample handling; 
sampling; trace elements. 



1. Introduction 

This paper discusses some of the technical consid- 
erations underlying sampling and sample preparation of 
biomedical materials for trace element analysis, leaving 
aside medical, legal, ethical and financial aspects. The 
two main classes of problems to be considered are 1) the 
avoidance of contamination (and its inverse, the loss of 
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the element of interest from the specimen), and 2) the 
requirement to obtain an analytical sub-sample that is 
representative of the specimen to be analyzed. Quality 
assurance aspects are also discussed. 

Technical solutions for many of the problems that 
arise have been available for several years, but un- 
fortunately still appear to be ignored by many analysts 
working in this field judging by the poor agreement 
between the results reported by different laboratories 
for the same or similar materials [1,2].' Recent efforts to 
improve this situation are exemplified by the actions of 
official bodies such as the International Union of Pure 
and Applied Chemistry [3], the American Chemical So- 



1 Figures in brackets indicate literature references. 
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ciety [4,5], and the International Atomic Energy 
Agency (IAEA) [6], which have developed relevant 
definitions and guidelines for data acquisition and qual- 
ity assurance. If followed conscientiously, these would 
do much to help analysts identify and minimize some of 
the errors affecting their work. 

What follows is the author's own personal assessment 
of some of the more important factors that analysts 
should consider when sampling and preparing bio- 
medical materials for trace element analysis. The refer- 
ences quoted are not intended to be an exhaustive list but 
rather to be illustrative of the problems being discussed. 



2. Choice of Analytical Method 

Procedures for sampling and sample preparation are 
to a large extent determined by the analytical method 
used since different methods vary in the amount of mate- 
rial required for analysis and in how this is pre-treated 
before being introduced into the measuring instrument. 
The main problem, that of contamination, can generally 
be reduced by keeping the number and complexity of 
sample handling operations to a minimum. In this re- 
spect, Neutron Activation Analysis (NAA) is regarded 
by its proponents as an ideal method since sample prep- 
aration may involve nothing more than placing the 
specimen in an irradiation vial, and exposing it to neu- 
trons; after this, contamination (unless with radio- 
nuclides) has no effect. 

Other common trace analysis methods such as 
Atomic Absorption Spectrometry (AAS) and In- 
ductively Coupled Plasma Atomic Emission Spec- 
trometry (ICP-AES) may also sometimes be used di- 
rectly without sample preparation, particularly for the 
analysis of biological fluids. In general, however, other 



steps are also involved, each of which should be consid- 
ered as a potential source of error, particularly of con- 
tamination. Examples include drying, ashing, grinding, 
dissolution, mixing with internal standards or spikes, 
and/or addition of reagents to effect a chemical sepa- 
ration or to reduce interferences. Each step involves its 
own special problems. Of fundamental importance for 
the analyst is that he should have a thorough under- 
standing of the whole procedure and an awareness of 
the analytical errors that may be introduced at each step. 

Although the number and complexity of sample han- 
dling operations is an important factor in evaluating an 
analytical technique, the most important criterion has to 
do with whether or not it is appropriate for the element 
and matrix of interest, i.e., whether it can deliver results 
of acceptable accuracy and precision. Most analysts pre- 
fer to draw their own conclusions on this point, though 
useful guidance is offered in the literature [7-10]. Table 
1 identifies methods recommended by a working group 
sponsored by the American Institute of Nutrition [9]. 
Similar guidance (table 2) has been offered by an Advi- 
sory Group of the IAEA [10]. Experimental con- 
firmation of the latter's predictions is provided by the 
results of several recent intercomparisons organized by 
the IAEA [11]. However, the following exceptions 
should be noted. In practice, NAA is rarely, if ever, used 
for the determination of F, Ni, or P; AAS is rarely used 
for Sb, Se, or Si; ICP-AES is rarely used for Si; and mass 
spectrometry is rarely used for Cd, P, or Sb. 

Summing up, it would appear that the most widely 
applicable method for trace element research is NAA, 
which is commonly used for 23 of the 26 elements listed 
in table 2. Then follows AAS, which is widely used for 
19 of these elements. ICP-AES is applicable to only nine 
elements, most of which, in biomedical materials, occur 
at "minor" rather than at "trace" levels. Mass spec- 



Table 1. Methods recommended for various elements [9]. 
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Table 2. Analytical methods applicable to four biological materials 
(blood serum, muscle, liver, and a plant material, kale) with pre- 
cisions better than 10% relative standard deviation (ref. [10], p. 367). 

Analytical method * 
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atomic absorption spectroscopy (AAS) — flame atomization with direct 

nebulization of aqueous sample solutions 

AAS — flame atomization using special sample techniques, or after pre- 

concentration and separation of the analyte 

AAS — electrothermal atomization in graphite furnace 

chemical methods 

electrochemical methods 

emission spectroscopy — inductively coupled plasma source 

mass spectrometry — spark source 

neutron activation analysis (NAA) — instrumental methods 

NAA with single-element separation 

NAA with group separation (simple scheme involving removal of alkali 

metals, halogens and phosphorus) 

X-ray analysis — PIXE 



trometry is also applicable to a fairly wide range of trace 
elements, but only a few research centres appear to have 
access to it. 

A word of warning. Not only is it necessary to choose 
an appropriate analytical method, but also to use an 
appropriate version of the method. For example, with 



NAA, some analyses can only be performed reliably if 
the radionuclide of interest is separated radiochemically 
before the activity measurement. Similarly, with AAS, a 
chemical separation may be necessary to overcome ma- 
trix effects reliably. 



3. Reduction and Control of Contamination 

For most biomedical materials, significant con- 
tamination can be introduced right from the very mo- 
ment of taking the sample. This is not usually a problem 
for elements occurring at concentrations of a few parts 
per million or more, such as Cu, Fe, and Zn in liver. 
However, many trace elements of biomedical interest, 
such as As, Cd, Co, Cr, Mn, Mo, Ni, Pb, Sb, and V, often 
occur at much lower levels, and their values are there- 
fore more easily disturbed by contamination. For such 
elements it may be essential to work in dust-free condi- 
tions and with ultra-pure reagents, and to use non- 
contaminating tools and containers such as titanium 
knives, and PE, PTFE, or quartz specimen vials, which 
should be rigorously cleaned before use. All of these 
aspects of the subject have been discussed extensively in 
the scientific literature [12-27]. 

The use of class 100 laminar flow clean air benches, or 
rooms, is now becoming the norm in trace element work 
[23]. Whether or not such conditions are essential is, 
however, open to question. Lievens et al. [28] measured 
dust fallout in a normal laboratory and found values for 
many elements below 1 ng cm~ 2 day -1 (for As, Co, Cu, 
I, Mn, Sb, and V even below 0.1 ng cm -2 day" 1 )- At 
such low levels, contamination from dust can hardly be 
a significant risk factor except possibly for the deter- 
mination of Mn in blood serum [29] and Pb in many 
biomedical materials [13]. Even for such difficult 
analyses, normal clean conditions with a filtered air sup- 
ply (but not necessarily class 100) and an overpressure of 
2-4 mm water column are almost certainly adequate 
[13]. 

The availability of class 100 conditions may even lull 
the analyst into a feeling of false security if the analyst is 
not aware that the placement of equipment, and activ- 
ities of laboratory personnel, can cause turbulences 
which drastically affect the performance of clean air 
installations. Dust carried into or created in the labora- 
tory by personnel may be a much more potent source of 
contamination than the background levels in the labora- 
tory itself [19]. An important feature of good laboratory 
design is therefore not just that clean air be provided but 
also that the pattern of air flows in the laboratory be 
arranged so as to protect the sample from cross con- 
tamination arising from other samples or from the labo- 
ratory personnel [23]. 
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Most biomedical specimens are collected, not in a 
clean laboratory, but in a normal room for treating pa- 
tients or conducting autopsies. Obviously, such rooms 
should be of a reasonable standard of cleanliness. How- 
ever, there is no real need to demand class 100 or similar 
conditions, particularly if a sufficient amount of material 
is taken to permit removal of the possibly-contaminated 
surfaces at a later stage. 

Whether tissue specimens should be treated before 
analysis to remove residual blood is a question that has 
so far not received much attention. Most workers con- 
sider it is sufficient just to remove excess blood, for 
example by blotting with ashless filter paper [30]. 

The contamination problems encountered in col- 
lecting tissue specimens or biological fluids using stain- 
less steel tools such as surgical blades and blood col- 
lection needles are now well recognized [24,27,31] 
particularly for elements such as Cr, Co, Mn, Mo, and 
Ni. This is the principal reason why analysts have been 
recommended to use alternative materials such as ti- 
tanium for knives and polypropylene catheters instead 
of metal needles. For some kinds of sample, however, 
conventional tools appear to present no particular haz- 
ard [32], and may even be acceptable for "problem anal- 
yses" such as chromium in blood serum if they are ap- 
propriately treated before use such as by siliconing [33]. 

In any case the careful analyst does not permit himself 
the luxury of assuming contamination to be insignificant 
unless good evidence exists for this. If necessary, ex- 
haustive tests should be made of every sample handling 
operation, and of every tool and reagent used. Such 
investigations are all the more necessary if complex sam- 
ple preparation procedures are used, as for example in 
biochemical fractionation studies [31,34]. 



4. Representative Sampling 

Biological aspects of this problem are discussed in 
detail in the companion paper by Hopps [35]. Here the 
author would only like to draw attention to the fact that 
the problem of obtaining a representative sub-sample is 
also dependent on the analytical method chosen since 
different methods vary in their requirements regarding 
sample size. This may typically be 0.5-2 g (dry matter) 
for ICP-AES, 0.1-1 g for flame AAS, 0.1-0.5 g for 
NAA and 0.01-0.05 g for electrothermal AAS. X-ray 
methods such as PIXE may only require a few mg or 
less. Very few biological materials, however, are ho- 
mogeneous for sample sizes as small as these. 

The mathematical basis of sampling theory is dis- 
cussed in many publications [5,36-38]. An important 
concept is that of the sampling constant, K s , which is the 
mass (in grams) of material needed to reduce sample 



heterogeneity to 1%. This is related to R, the relative 
standard deviation (%) of the measurement, and m , the 
mass (in grams) of sample taken for the measurement, by 
the relation m —KJR 2 . 

Very little information is available from the literature 
on sampling constants for different tissues. According to 
Heydorn [8] it is around 200 g for trace elements such as 
Fe, Se, and Zn in human liver and kidney medulla, 
though much less than this (<10 g) for heart muscle. 
For Na in human kidney it is about 35 g [37]. The impli- 
cation of these figures is that, taking K s = 200 g as an 
example, one would need a sample size of 8 g to reduce 
sample heterogeneity to 5% RSD, and much more if one 
wanted the heterogeneity to be better than this. Obvi- 
ously, these are much larger amounts than are normally 
used for a single analysis. It therefore follows that, for 
representative sampling, the analyst should start with a 
large amount of material, such as 8 g, and homogenize 
this to produce a suitable sub-sample for analysis. 

Fortunately, suitable methods are available for per- 
forming such homogenization without at the same time 
introducing significant contamination. For small 
amounts of material (up to a few g), the brittle fracture 
technique applied at LN 2 temperature is effective even 
for difficult-to-homogenize materials such as hair and 
bone [39]. For larger amounts (up to a few 100 g) the 
same principle can be applied using a PTFE disc mill 
[40]. 

5. Analyte Losses 

Much of the foregoing is concerned with inadvertent 
addition of elements to the sample. The inverse of this 
problem is the loss of analytes due to inappropriate stor- 
age or sample handling operations. Sample storage be- 
fore analysis presents special problems as discussed in 
the companion paper by Kemper [41]. Among the oper- 
ations most likely to result in a loss of the analyte are 
ashing and drying. 

This subject has been reviewed extensively by 
Iyengar and Sansoni [16], and more recent data are 
available in the work of Pietra et al. [42]. Many of the 
investigations to test for losses on drying or ashing have, 
however, been done with radioisotopes and are there- 
fore of somewhat uncertain value since there is no guar- 
antee that the tracer will behave in exactly the same way 
as the non-radioactive forms of the element, which may 
be quite different chemical species. Nevertheless, there 
is good evidence that naturally occurring forms of ele- 
ments such as As, Sb, Hg, and I may be lost in significant 
amounts from some matrices not only when the sample 
is ashed at a high temperature (>400 °C) but also under 
the milder conditions of oven-drying or even freeze- 
drying. 
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The latter method, however, has in recent years 
emerged as the way preferred by most analysts to pre- 
concentrate their samples before analysis, and is proba- 
bly safe for most elements. Even for "problem ele- 
ments" such as mercury, it may be safe for many kinds of 
specimen [43]. Prudence requires, however, that if there 
is any possibility of losing an element during a drying or 
ashing operation, then these steps should either be 
avoided or should be carried out in a closed system that 
prevents any loss from occurring. A solution to this 
problem can be found in the use of PTFE "bombs" 
which have come into widespread use in recent years. 
These appear to offer a very convenient and reliable 
means for wet ashing biological materials without losses 
of trace elements [42]. Mercury, however, may still be a 
problem due to adsorption on PTFE surfaces, but can be 
reliably recovered if a suitable closed quartz digestion 
vessel is used instead [44]. 



6. Quality Assurance 

Quality assurance procedures for sampling and sam- 
ple preparation are difficult both to define and to apply. 
The main requirement is simply to follow the rules of 
good laboratory practice, which can be summarized 
as: 1) work in a clean environment, 2) use specially 
purified reagents, 3) select tools and containers with the 
lowest possible impurities, and 4) be constantly aware of 
your own effect on the blank. 

As regards quantitative measures of analytical qual- 
ity, much can be learned by the statistical evaluation of 
results for duplicate samples together with a detailed 
investigation of the individual sources of error in the 
whole analytical procedure. This technique has been 
developed primarily by Heydorn, who defines a test 
statistic T, with a x 2 distribution, which is derived from 
the results of duplicate analyses and their respective 
errors [8,45-46]. Results from successive duplicates can 
be accumulated. Departures from acceptability only 
show that something is wrong, and that some unknown 
source of variability is operating. However, Heydorn 
has shown that this is a sensitive test, which can be very 
helpful in identifying problems such as unexpected con- 
tamination [29,47]. 

Current rules of good laboratory practice [5] place 
emphasis on the study of the analytical blank, in particu- 
lar its standard deviation, since this is the primary deter- 
minant of the limit of detection of the analytical pro- 
cedure (defined as three times the standard deviation of 
the blank) and the limit of quantitation (10 times the 
standard deviation of the blank). If actual measured val- 
ues in samples are less than the limit of quantitation, 
reliable results cannot be obtained until the analytical 



blank has been reduced further. The determination of 
the limit of quantitation (to the extent that this can be 
done realistically) is thus an important means for in- 
vestigating whether sample preparation has been per- 
formed satisfactorily. 

There are, however, some problems in applying this 
concept. For example, in NAA, the analyst normally 
just takes an empty vial, and defines the blank as the 
amount of the analyte that can subsequently be extrac- 
ted from it. Alternatively, some analysts just report the 
spectrum blank, based on the background under the 
photopeak of interest. Both of these, however, are only 
components of the total blank. They ignore, for exam- 
ple, the contamination arising from other sample prepa- 
ration steps such as drying and homogenization. 

In principle, there is a simple way to test for such 
errors, namely be preparing and analyzing samples of 
different weights. If the blank is zero, then the re- 
gression line for the plot of measured amount of analyte 
versus weight of sample should go through the origin 
[48]. Alternatively, if the blank is different from zero, it 
can be estimated from the intercept of the regression line 
at zero sample weight. 



7. Conclusions 

Technical solutions are now available for most of the 
problems that arise during sampling and sample prepara- 
tion of biological materials for trace element analysis. 
Perhaps better solutions can still be found. The lack of 
them, however, is certainly not the main reason for the 
large discrepancies that can still be found in the 
scientific literature between results reported by different 
analysts for the same or similar materials. Reliable data 
can only be obtained if the analyst is made to be aware 
that serious errors can be introduced at almost every 
step in the analytical procedure. Quality assurance is 
therefore, in the first place, mainly an attitude of mind. 
In helping to draw attention to these problems, and offer 
practical solutions to them, the organizers of this work- 
shop have taken an important initiative, and it is hoped 
that their efforts will be rewarded with success. 



References 

[1] Parr, R. M., On the Need for Improved Quality Assurance in 
Biomedical Neutron Activation Analysis as Revealed by the 
Results of Some Recent IAEA Intercomparisons, ref. [6], 
53-70. 

[2] Versiecfc, J., Trace Element Analysis — A Plea for Accuracy, 
Trace Elements in Medicine— I, 2-12 (1984). 

[3] International Union of Pure and Applied Chemistry, Nomen- 
clature, Symbols, Units and Their Usage in Spectrochemical 
Analysis— II, Spectrochim. Acta B 33B: 242 (1978). 



55 



[4] ACS Committee on Environmental Improvement, Guidelines 
for Data Acquisition and Data Quality Evaluation in Environ- 
mental Chemistry, Anal. Chem. 52: 2242-2248 (1980). 
[5] Keith, L. H. et al., Principles of Environmental Analysis, Anal. 

Chem. 55: 2210-2218 (1983). 
[6] International Atomic Energy Agency, Quality Assurance in 
Biomedical Neutron Activation Analysis, Report IAEA- 
TECDOC-323 (1984). 
[7] Stika, K. M., and G. H. Morrision, Analytical Methods for the 
Mineral Content of Human Tissues, Federation Proc. 40/8: 
2115-2119(1981). 
[8] Heydorn, K., Neutron Activation Analysis for Clinical Trace 

Element Research, CRC Press, Boca Raton, FL (1984). 
[9] Report on Workshop on Research Needed on Mineral Content 
of Human Tissues, Federation Proc. 40/8: 2119-2120 (1981). 

[10] International Atomic Energy Agency, Elemental Analysis of 
Biological Materials, Technical Report Series No. 197 (1980). 

[11] Dybczynski, R., Relative Accuracy, Precision and Frequency 
of Use of Neutron Activation Analysis and Other Techniques 
as Revealed by the Results of Some Recent IAEA Inter- 
comparisons, in ref. [6], 39-52. 

[12] Lafleur, P. D., (ed), Accuracy in Trace Analysis: Sampling, 
Sample Handling, and Analysis, (Proc. Symp. Gaithersburg, 
MD, 1974), National Bureau Standards Special Publication 422, 
Washington, DC (1976). 

[13] Patterson, C. C, and D. M. Settle, The Reduction of Orders of 
Magnitude Errors in Lead Analyses of Biological Materials and 
Natural Waters by Evaluating and Controlling the Extent and 
Sources of Industrial Lead Contamination Introduced During 
Sample Collecting, Handling, and Analysis, in ref. [12], 
321-351. 

[14] Zief, M., and J. W. Mitchell, Contamination Control in Trace 
Element Analysis, John Wiley & Sons:New York, NY (1976). 

[15] Moody, J. R., and R. M. Lindstrom, Selection and Cleaning of 
Plastic Containers for Storage of Trace Element Samples, Anal. 
Chem. 49: 2264-2267 (1977). 

[16] Iyengar, G. V., and B. Sansoni, Sample Preparation of Biolog- 
ical Materials for Trace Element Analysis, in ref. [9], 73-101. 

[17] Sansoni, B., and G. V. Iyengar, Sampling and Storage of Bio- 
logical Materials for Trace Element Analysis, in ref. [9], 57-71. 

[18] Behne, D., Sources of Error in Sampling and Sample Prepara- 
tion for Trace Element Analysis in Medicine, J. Clin. Chem. 
Clin. Biochem. 19: 115-120(1981). 

[19] Kosta, L., Contamination as a Limiting Parameter in Trace 
Analysis, Talanta 29: 985-992 (1982). 

[20] Mitchell, J. W., State-of-the-Art: Contamination Control Tech- 
niques for Ultratrace Elemental Analysis, J. Radioanal. Chem. 
69: 47-105 (1982). 

[21] Mitchell, J.W., Purification of Analytical Reagents, Talanta 29: 
993-1002(1982). 

[22] Moody, J. R., and E. R. Beary, Purified Reagents for Trace 
Metal Analysis, Talanta 29: 1003-1010 (1982). 

[23] Moody, J. R., NBS Clean Laboratories for Trace Element 
Analysis, Anal. Chem. 54: 135A (1982). 

[24] Versieck, J.; F. Barbier, R. Cornells, and J. Hoste, Sample 
Contamination as a Source of Error in Trace Element Analysis 
of Biological Samples, Talanta 29: 973-984 (1982). 

[25] Moody, J. R., Sampling and Storage of Materials for Trace 
Element Analysis, Trends Anal. Chem. 2: 116-118 (1983). 

[26] Iyengar, G. V., Preservation and Preparation of Biological Ma- 
terials for Trace Element Analysis: Quality Assurance Consid- 
erations, in ref. [6], 83-106. 

[27] Versieck, J., Collection and Manipulation of Samples for Trace 



Element Analysis: Quality Assurance Considerations, in ref. [6], 
71-82. 

[28] Lievens, P.; J. Versieck, R. Cornells, and J. Hoste, The Distri- 
bution of Trace Elements in Normal Human Liver Determined 
by Semi-automated Radiochemical Neutron Activation Anal- 
ysis, J. Radioanal. Chem. 37: 483-496 (1977). 

[29] Heydorn, K.; E. Damsgaard, N. A. Larsen, and B. Nielsen, 
Sources of Variability of Trace Element Concentrations in Hu- 
man Serum, Nuclear Activation Techniques in the Life Sci- 
ences, International Atomic Energy Agency, Vienna, 129-142 
(1979). 

[30] Koirtyohann, S. R., and H. C Hopps, Sample Selection, Col- 
lection, Preservation and Storage for a Data Blank on Trace 
Elements in Human Tissues, Fed. Proc. 40: 2143-2148 (1981). 

[31] Pietra, R.; E. Sabbioni, A. Springer, and L. Ubertalli, Anal- 
ytical Problems Related to the Preparation of Samples Used in 
Studies on Metallobiochemistry of Heavy Metals Pollution Us- 
ing Neutron Activation Analysis, J. Radioanal. Chem. 69: 
365-379 (1982). 

[32] Heit, M., and C. S. Klusek, The Effects of Dissecting Tools on 
the Trace Element Concentrations of Fish and Mussel Tissues, 
Sci. Total Environ. 24: 129-134 (1982). 

[33] Vogt, J. R.; A. Abu-Sambra, D. McKown, J. S. Morris, W. D. 
James, J. Carni, and C. Graham, Activation Analysis Methods 
for Trace Elements in Blood and Blood Components, Trace 
Element Analytical Chemistry in Medicine and Biology, 
Braetter, P., and P. Schrammel, eds., De Gruyter & Co.:Berlin, 
447-459 (1980). 

[34] Sabbioni, E., Metallobiochemical Research at the JRD-ISPRA 
as Carried Out by Nuclear and Radioanalytical Methods, Trace 
Element Analytical Chemistry in Medicine and Biology, 
Braetter, P., and P. Schrammel, eds., De Gruyter & Co.:Berlin, 
407-426 (1980). 

[35] Hopps, H. C, Representative Sampling of Human Tissues, this 
volume, J. Res. Natl. Bur. Stand. 

[36] Gy, P. M., Sampling of Particulate Materials: Theory and Prac- 
tice, Elsevier:New York (1979). 

[37] Kratochvil, B., and J. K. Taylor, Sampling for Chemical Anal- 
ysis, Anal. Chem. 53: 924A-938A (1981). 

[38] Kratochvil, B.; D. Wallace and J. K. Taylor, Sampling for 
Chemical Analysis, Anal. Chem. 56: 113R-129R (1984). 

[39] Iyengar, G. V, Homogenized Sampling of Bone and Other 
Biological Materials, Radiochem. Radioanal. Lett. 24: 35 
(1976). 

[40] Zeisler, R.; J. K. Langland and S. H. Harrison, Cryogenic 
Homogenization of Biological Tissues, Anal. Chem. 55: 
2431-2434(1983). 

[41] Kemper, F. H., Transport, Storage and Banking of Specimens, 
this volume, J. Res. Natl. Bur. Stand. 

[42] Pietra, R.; L. Ubertalli, P. Manaktala, and E. Sabbioni, Neutron 
Activation Analysis of Biological Samples: A Systematic Study 
on the Loss of Elements during Preconcentration Steps Before 
Irradiation, Report EUR 9211 EN (1984). 

[43] Iyengar, G.V.; K. Kasperek, and L. E. Feinendegen, Retention 
of Metabolized Sb, Co, I, Hg, Se and Zn in Various Tissues of 
the Rat Following Freeze-drying and Oven-drying at Different 
Temperatures, Proc. 3rd Int. Conf. Nuclear Methods in Envi- 
ronmental and Energy Research, Columbia, MO, 587-596 (Oct. 
1977). 

[44] May, K, and M. Stoeppler, Pretreatment Studies With Biolog- 
ical and Environmental Materials, Fresenius Z. Anal. Chem. 
315: 248-251 (1984). 

[45] Heydorn, K, and K. Norgaard, Analysis of Precision of Activa- 
tion Analysis Methods, Talanta 20: 835-842 (1973). 



56 



[46] Heydorn, K., Internal Quality Assurance in Biomedical Neu- 
tron Activation Analysis, in ref. [6], 179-190. 

[47] Heydorn, K., Detection of Systematic Errors by the Analysis of 
Precision, in ref. [12], 127-139. 

[48] Damsgaard, E., and K. Heydorn, Arsenic in Standard Refer- 
ence Material 1571 Orchard Leaves, Riso National Laboratory, 
Roskilde, Report Riso-M-1633 (1973). 



57 



